1. Introduction {#sec1-sensors-16-02068}
===============

Skeletal muscle, the largest organ of the body, constitutes 40%--50% of the total body mass and plays an important role in movement, insulation of internal organs, and metabolism \[[@B1-sensors-16-02068],[@B2-sensors-16-02068]\]. Impairment of muscle function can lead to many pathological changes including diabetes, obesity, and muscle wasting, as well as aging \[[@B3-sensors-16-02068],[@B4-sensors-16-02068],[@B5-sensors-16-02068]\]. In vitro studies using muscle cells have been carried out as a means of predicting in vivo effects. However, the reproducible production of sufficient quantities of well-defined differentiated cells is one of the major hurdles in such studies. In addition, new technologies to quantitatively evaluate the functionality of cells are required to obtain consistent results. The C2C12 cell line is a mouse myoblast cell line that expresses various proteins during differentiation into myotubes (myogenesis). C2C12 myoblast and differentiated C2C12 cells have been used for various in vitro studies, including studies on muscle cell regeneration, metabolism, insulin actions, and muscle atrophy \[[@B6-sensors-16-02068],[@B7-sensors-16-02068],[@B8-sensors-16-02068]\], in association with mechanistic studies of diseases such as diabetes, chronic heart failure, and chronic kidney disease \[[@B9-sensors-16-02068]\].

To accurately study cellular responses or behaviors to external stimuli, real-time and non-destructive measurements that characterize physiological and morphological changes in cells need to be employed. Electrical cell-substrate impedance sensing (ECIS) developed by Giaver and Keese is one method for real-time and label-free detection of cellular behaviors \[[@B10-sensors-16-02068],[@B11-sensors-16-02068]\]. The frequency-dependent electrical impedance of cells covering an electrode is achieved from the in-phase and out of phase potentials measured while applying a weak alternating electric field \[[@B12-sensors-16-02068]\]. The values of cell parameters can be extracted using a fitting analysis with equivalent circuit models designed to describe the current path and the potential distribution on the interface between the electrode and the cells \[[@B13-sensors-16-02068],[@B14-sensors-16-02068]\]. ECIS allows for high-throughput and non-destructive screening of cellular responses to drug candidates or culture conditions \[[@B15-sensors-16-02068],[@B16-sensors-16-02068]\]. It has been used to quantify cell adhesion \[[@B17-sensors-16-02068],[@B18-sensors-16-02068]\], proliferation \[[@B19-sensors-16-02068],[@B20-sensors-16-02068]\], metastasis \[[@B21-sensors-16-02068]\], necrosis \[[@B22-sensors-16-02068]\], apoptosis \[[@B23-sensors-16-02068],[@B24-sensors-16-02068]\], wound healing \[[@B25-sensors-16-02068],[@B26-sensors-16-02068]\], and differentiation \[[@B27-sensors-16-02068],[@B28-sensors-16-02068]\]. We previously reported the electrical impedance characterization of human mesenchymal stem cell (hMSC) growth \[[@B29-sensors-16-02068]\], hMSC differentiation into adipocytes \[[@B30-sensors-16-02068]\], osteogenic differentiation of hMSCs \[[@B31-sensors-16-02068]\], neural differentiation of hMSCs \[[@B32-sensors-16-02068]\], adipose tissue-derived stem cell (ADSC) growth \[[@B33-sensors-16-02068]\], and senescence of ADSCs \[[@B34-sensors-16-02068]\]. Additionally, the effect of the electrode material and structure patterned by nanoparticles \[[@B35-sensors-16-02068]\], graphene \[[@B36-sensors-16-02068]\], or a mixture of nanoparticles and graphene \[[@B37-sensors-16-02068]\] on stem cell differentiation was investigated. Our experiments in which we measured the electrochemical signals of differentiated or undifferentiated stem cells showed that the electrochemical signature can be used to quantify the pluripotency of the stem cells \[[@B38-sensors-16-02068],[@B39-sensors-16-02068]\].

In this research, we evaluated the feasibility of a transparent indium tin oxide (ITO) electrode for ECIS of the changes in C2C12 cell density on the electrode during myoblast differentiation. The change in the cell thickness according to the myotube formation on the gold electrode was measured by ECIS to characterize the myotube atrophy and hypertrophy with respect to various stimuli \[[@B40-sensors-16-02068],[@B41-sensors-16-02068]\]. To minimize the impedance variation caused by the different cell adhesion on the electrode surface, an extracellular matrix gel was coated on the electrode. Previous studies reported the feasibility of the ITO electrode to characterize the coating of protein layers and the cell-protein interactions \[[@B42-sensors-16-02068],[@B43-sensors-16-02068]\]. Here, the myoblast differentiation of C2C12 cells on the gel-coated ITO electrode was demonstrated by analyzing the mRNA level of myogenic factors (MyoD, myogenin, and myosin heavy chain (MHC)). Additionally, morphological changes and MHC expression in myoblasts differentiated on the ITO electrode were compared to those in cells grown in a control culture dish. Finally, the impedance monitoring of C2C12 myoblast differentiation on the ITO electrode was evaluated.

2. Materials and Methods {#sec2-sensors-16-02068}
========================

2.1. Fabrication of ITO Electrode-Based Chip {#sec2dot1-sensors-16-02068}
--------------------------------------------

For the ITO electrode, the chip established in previous studies \[[@B42-sensors-16-02068],[@B43-sensors-16-02068],[@B44-sensors-16-02068]\] was used. An ITO electrode with a thickness of 480 nm was patterned on slide glass (75 mm × 25 mm × 1.1 mm), and consisted of eight working electrodes, a common counter electrode, transmission lines, and terminal pads. Using spin coating and photolithography, an epoxy-based photoresist (SU-8 2002, Microchem, Newton, MA, USA) was used to provide a 2-μm-thick coating to insulate the transmission lines of the ITO electrode chip. The exposed working electrodes (WE) were disk-shaped with a radius of 250 μm and separated from the counter electrode (CE) by a distance of 3 mm. A polystyrene chamber was attached on the ITO electrode-based chip using adhesive silicone to provide a reservoir to contain the culture medium for the cells ([Figure 1](#sensors-16-02068-f001){ref-type="fig"}a).

2.2. C2C12 Myoblast Cultivation and Differentiation {#sec2dot2-sensors-16-02068}
---------------------------------------------------

To achieve stable cell adhesion on the ITO electrode, the surface of the electrode substrate was covered with 100 μL of Matrigel (0.9--1.2 mg·mL^−1^, BD MatrigelTM Matrix, BD Biosciences, San Jose, CA, USA). The thickness of the Matrigel layer coated on the ITO electrode was measured using atomic force microscopy (AFM, XE-100, Parks Systems, Suwon, Korea). C2C12 myoblasts (105 cells) were seeded on the Matrigel-coated ITO electrode and cultured in Dulbecco's modified Eagle's medium (DMEM) supplemented with 10% fetal bovine serum (FBS, Welgene, Daegu, Korea), 100 IU·mL^−1^ penicillin, 0.1 mg·mL^−1^ streptomycin in 5% CO~2~ at 37 °C. To induce myoblast differentiation, C2C12 differentiation medium containing DMEM, 2% horse serum (HS, Gibco, Carlsbad, CA, USA), 100 IU·mL^−1^ penicillin, and 0.1 mg·mL^−1^ streptomycin was applied. For the control group, the culture medium was switched to a maintenance medium (DMEM, 0.5% FBS, 1% penicillin) to suppress cell proliferation and avoid the delamination of the cell layer resulting from the excessive growth of cells. The number of cells cultured on the sensing electrode with or without the differentiation medium was counted using the ImageJ software (NIH, Bethesda, MD, USA).

2.3. Electrical Impedance Measurement of Cells {#sec2dot3-sensors-16-02068}
----------------------------------------------

During cell culture and differentiation, electrical impedance spectra were measured in the frequency range of 100 Hz to 100 kHz using a digital lock-in amplifier with a built-in voltage generator (SR830, Stanford Research Systems, Sunnyvale, CA, USA) and multiplexer (34970A, Agilent Technologies, Inc., Santa Clara, CA, USA) \[[@B45-sensors-16-02068],[@B46-sensors-16-02068]\]. [Figure 1](#sensors-16-02068-f001){ref-type="fig"}b shows a photo of an experimental setup for the impedance measurement of cells. The amplitude of the flowing current was limited to below 1 μA by connecting the resistor in series with the voltage generator to avoid the effect of the electrical field on the C2C12 cells \[[@B47-sensors-16-02068]\]. The instruments used for ECIS were controlled by the LabVIEW program (National Instruments, Austin, TX, USA) through general purpose interface bus communication. The impedance data were calculated from the applied and measured potentials.

2.4. RNA Isolation and Quantitative Real-Time PCR {#sec2dot4-sensors-16-02068}
-------------------------------------------------

Total RNA was isolated from cells using Trizol reagent according to the manufacturer's protocol (RNAiso Plus, TaKaRa, Dalian, China). RNA quantity was measured using an ND-1000 spectrophotometer (Thermo Scientific, Waltham, MA, USA). After cDNA was synthesized from 2 μg of RNA using the PrimeScript 1st strand cDNA synthesis kit (TaKaRa), quantitative real-time PCR (qRT-PCR) was performed in a reaction mixture containing SYBR Green master mix (TaKaRa). PCR amplification was carried out using the CFX384 Touch™ Real-Time PCR Detection System (Bio-Rad, Munich, Germany) and stopped at 40 cycles. The relative gene expression levels were normalized according to the cycle threshold method. The sequences of the primer pairs used were as follows: Cyclophilin forward: 5′-TGGAGAGCACCAAGACAGACA-3′, reverse: 5′-TGCCGGAGTCGACAATGAT-3′, MyoD forward: 5′-CTTCTATCGCCGCCACTC-3′, reverse: 5′-AAGTCGTCTGCTGTCTCAA-3′, myogenin forward: 5′-CCAACCCAGGAGATCATTTG-3′, reverse: 5′-ACGATGGACGTAAGGGAGTG-3′, and MHC forward: 5′-ACAAGCTGCGGGTGAAGAGC-3′, reverse: 5′-CAGGACA GTGACAAAGAACG-3′.

2.5. Immunofluorescence Analysis {#sec2dot5-sensors-16-02068}
--------------------------------

Cells were fixed in 4% paraformaldehyde for 20 min at room temperature and washed with PBS. Cells were then permeabilized at room temperature with PBS containing 0.27% Triton X-100 and incubated with protein blocking solution (DAKO). The cells were exposed to anti-MHC antibody overnight at 4 °C and then incubated with fluorescein isothiocyanate (FITC)-conjugated secondary antibody followed by DAPI staining. Fluorescence images of the cells were taken using a confocal microscope.

2.6. Statistical Analysis {#sec2dot6-sensors-16-02068}
-------------------------

All values were expressed as mean ± SD. Statistical analyses were performed by IBM SPSS statistics 20. Statistical significance was defined as a value of *p* \< 0.05.

3. Results and Discussion {#sec3-sensors-16-02068}
=========================

The extracellular matrix gel was uniformly coated on the ITO electrode surface with a thickness of approximately 410 nm. [Figure 2](#sensors-16-02068-f002){ref-type="fig"}a,b shows an AFM image of the surface topology of the gel coated on the ITO and the thickness plot, respectively. The impedance spectra of the bare or the gel-coated ITO electrode measured in 0.9% NaCl electrolyte were shown in [Figure 2](#sensors-16-02068-f002){ref-type="fig"}c,d. The impedance characteristic of the fabricated electrode was determined by the electrode interfacial impedance at low frequencies and the solution resistance at high frequencies. The gel coating on the electrode led to a slight increase in the reactance at low frequencies, resulting in the increase of the impedance magnitude and the decrease of the phase. This could be derived from an additional capacitance characteristic of the coating layer in series with the capacitive electrode impedance.

During culture in growth medium with 10% FBS, the C2C12 cells adhered, spread, and proliferated on the gel-coated ITO electrodes ([Figure 3](#sensors-16-02068-f003){ref-type="fig"}a). After replacing the growth medium with differentiation medium containing 2% HS after 3 days of culture, the myotubular morphology of the cells was observed at 7 or 11 days of culture. On the other hand, cells in the control group did not show any morphological changes relevant to differentiation into myotubes. The myogenic differentiation affected the cell proliferation as shown in [Figure 3](#sensors-16-02068-f003){ref-type="fig"}b. The number of cells on the sensing electrode with the differentiation medium was lower than the control at 7 or 11 days of culture.

MyoD is expressed in myoblasts and decreases during differentiation, while myogenin and MHC are expressed in a later stage of myogenesis \[[@B48-sensors-16-02068],[@B49-sensors-16-02068]\]. By analyzing the expression of the myogenic factors involved in myogenesis, it was found that the mRNA levels of MyoD expressed in myoblasts differentiated both on the cell culture dish and the ITO electrode decreased during differentiation.

Additionally, the levels of myogenin and MHC mRNA in cells both on the cell culture dish and on the ITO electrode increased during differentiation ([Figure 4](#sensors-16-02068-f004){ref-type="fig"}). In our immunofluorescence analysis, we observed the multinuclear myotube and the increased MHC expression (green) in differentiated C2C12 cells, whereas undifferentiated C2C12 cells (control) exhibited only nuclei (blue) ([Figure 5](#sensors-16-02068-f005){ref-type="fig"}). Our results indicated that C2C12 cells were successfully differentiated into myotubes on the ITO electrode using our differentiation protocol.

[Figure 6](#sensors-16-02068-f006){ref-type="fig"}a shows the electrical impedance spectra of the resistance (R) of the C2C12 myoblasts on the ITO electrode measured during cell growth, together with the fitted lines using the established equivalent circuit model \[[@B34-sensors-16-02068]\]. The electrical impedance characteristics of the cells on the electrode were well represented in the frequency range of 100 Hz to 100 kHz by the sum of a constant phase element for the electrode interfacial impedance (CPE), a parallel resistor (R~cell~) and capacitor (C~cell~) for the impedance of cells, and a solution resistor (R~solution~). In [Figure 6](#sensors-16-02068-f006){ref-type="fig"}b, indicating resistance change (ΔR = R/R at 0 h), the value was most significantly changed at a frequency of 21.5 kHz during cell growth.

[Figure 7](#sensors-16-02068-f007){ref-type="fig"}a shows the average (symbol) and standard error (bar) of the resistance at 21.5 kHz (*n* = 4) monitored during cell cultivation with or without the differentiation medium. The arrows in the figure indicate the time at which the culture medium was replaced with either differentiation or maintenance medium. All media were refreshed every day during the impedance monitoring of the cells. Before applying the differentiation medium, the resistance increased with fluctuations due to cell adhesion and spreading on the ITO electrode. However, those values gradually decreased during myoblast differentiation and were distinguishable from the values of the control group by 116 h of differentiation time (*p*-value of the Student's *t*-test \< 0.05). The decrease in the value during differentiation was caused by the decrease in cell density on the electrode together with changes in cell morphology. [Figure 7](#sensors-16-02068-f007){ref-type="fig"}b shows the integration of the resistance change at 21.5 kHz of C2C12 cells on the ITO electrode during cell growth or differentiation. The integration of the value resulted in not only the reduction of the deviation between the measured values but also faster detection of the cell differentiation. According to the integration of the resistance change at 21.5 kHz, the cell differentiation was distinguishable from the control group in 30 h of differentiation time (*p*-value of the Student's *t*-test \< 0.05).

Our experimental results demonstrated a feasibility of the ITO electrode and electrical impedance monitoring to characterize C2C12 myoblast differentiation, which resulted in the changes in cell morphology and density. The suggested differentiation protocol and experimental conditions were suitable for label-free and real-time monitoring of myoblast differentiation on the ITO electrode. Thus, it is expected that this differentiated cell-based chip can be utilized for the development of therapy or drug candidates for muscle diseases.

4. Conclusions {#sec4-sensors-16-02068}
==============

We evaluated the feasibility of using an ITO electrode for label-free and real-time characterization of C2C12 myoblast differentiation using electrical impedance analysis. The C2C12 myoblasts adhered well, proliferated, and differentiated on the extracellular matrix gel-coated ITO electrode. Furthermore, differentiation of C2C12 cells on the electrode was validated by analyzing myogenic gene expressions, changes in cell morphology, and immunofluorescence comparable to cells on a culture dish. The electrical impedance characteristics of the C2C12 cells on the gel-coated ITO electrode could be explained by the established equivalent circuit modeling. During myogenic differentiation, the integration of the resistance change at 21.5 kHz was separated from the values in the control group at 30 h of differentiation time. Our experimental result demonstrated the feasibility of using the ITO electrode for real-time and label-free characterization of C2C12 myoblast differentiation.
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![(**a**) Fabricated indium tin oxide (ITO) electrode chip consisting of chamber and terminal pads; (**b**) experimental setup for the impedance measurement of cells.](sensors-16-02068-g001){#sensors-16-02068-f001}

###### 

(**a**) AFM image and (**b**) height data of the extracellular matrix gel coated on the ITO electrode; (**c**) impedance magnitude and (**d**) phase of the bare or gel-coated ITO electrode in 0.9% NaCl electrolyte.

![](sensors-16-02068-g002a)

![](sensors-16-02068-g002b)

![(**a**) Phase contrast micrograph (scale bar: 100 μm) and (**b**) counted number of C2C12 cells cultured on the extracellular matrix gel-coated ITO working electrode with or without differentiation medium.](sensors-16-02068-g003){#sensors-16-02068-f003}

![Expression of mRNA for (**a**) MyoD; (**b**) Myogenin; and (**c**) myosin heavy chain (MHC) was analyzed by qRT-PCR during differentiation (Days 1, 3, 6 and 9) on a cell culture dish or on the ITO electrode (*n* = 3). Relative expression was normalized to cyclophilin expression. \*\* *p* \< 0.01 compared with Day 1.](sensors-16-02068-g004){#sensors-16-02068-f004}

![Changes in the morphology and MHC expression in myotubes differentiated from C2C12 myoblasts. MHC expression was detected by staining with an anti-MHC antibody (**Green**), while nuclei were detected by DAPI staining (**Blue**).](sensors-16-02068-g005){#sensors-16-02068-f005}

![(**a**) Resistance (R) of C2C12 cells on the ITO electrode measured during cell growth, together with fitted lines using the established equivalent circuit model \[[@B34-sensors-16-02068]\] and (**b**) resistance change (ΔR = R/R at 0 h).](sensors-16-02068-g006){#sensors-16-02068-f006}

![(**a**) Resistance (R) at 21.5 kHz and (**b**) integration of the resistance change (ΔR) at 21.5 kHz monitored during cell growth or differentiation. The average and standard error of the measured data (*n* = 4) are represented by the symbol and bar, respectively.](sensors-16-02068-g007){#sensors-16-02068-f007}
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